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A B S T R A C T
Alumina ceramic total hip joint bearings have shown superior wear properties. The joint bearing may undergo
adverse conditions such as micro-separation causing head contact on the cup rim. As a transition, an edge is
formed between the cup bearing and the rim. The aim of this study was to predict the eﬀect of the edge on
contact stresses in order to better understand the mechanisms of wear. A ﬁnite element contact model was
developed under the conditions of the head displacements 0.5–2 mm and vertical loads 0.5–3 kN. The edge
contact produced the most severe stresses capable of causing elevated wear and damage to ceramic bearings.
The study shows that the bearing design should be considered in association with clinical conditions to
eliminate severe stress.
1. Introduction
Hip joint replacements are an eﬀective surgical procedure to treat
patients with joint diseases such as osteoarthritis [1]. However,
excessive wear particles resulting from the joint bearing contact may
cause inﬂammatory responses and consequently implant failure, and
remains a limiting factor for hip prostheses to achieve long-term
performance [2,3]. In terms of the bearing materials, ceramic-on-
ceramic (CoC) bearing couples exhibit superior wear properties when
compared to metal-on-metal (MoM) or metal-on-polyethylene (MoP)
combinations [4–10]. In addition, ceramic wear debris has shown to be
less biologically active [11–13]. Therefore, an increasing number of
current hip joints use CoC bearings and the development of CoC
bearings have become of a great interest.
Contact mechanics plays an important role in determining wear
mechanism of hip implants. An ideal contact of artiﬁcial hip joints
require the bearing components being properly positioned to assure
contact area produced at the cup bearing surface not intersecting cup
rim [13,14]. However, adverse conditions such as micro-separation
may cause head-cup rim contact and consequently high stress and
substantially elevated wear [15–17]. Micro-separation has been asso-
ciated with varied clinical situations including head oﬀset deﬁciency,
medialized cup, stem subsidence and soft tissue laxity [13]. These
conditions can cause the femoral head to be positioned laterally relative
to the cup, and can be compounded as a result of joint motion [18].
Fluoroscopic studies showed dynamic separation of the cup and head
[19]. Nevelos et al. [15] proposed a mechanism that may occur in a gait
cycle. For example, during swing phase, when the load is low, the head
is lateralized due to laxity of the joint, femoral head oﬀset deﬁciency or
medialized cups, making contact at the cup rim. When the load
increases at heel strike, it causes edge loading and the head sliding
back into the centre of rotation of the cup. Laboratory simulator tests
have shown that micro-separation produces stripe-like wear on the
head and at the cup rim for CoC hip joint bearings [20–24]. A
displacement of 0.5 mm of the head produced wear and wear particle
distributions which replicates clinical wear patterns [20–23]. Further
simulator studies also showed that surgical factors such as cup
inclination angles and the magnitudes of micro-separation displace-
ment can play a part in the elevated wear [22,23].
Computational studies using ﬁnite element (FE) methods have been
used to help understand wear mechanism of head-cup rim contact for
total hip joint replacements [16,25–28]. Mak et al. [16] predicted
elevated contact stress as a result of micro-separation for CoC bearings
but they were not able to carry out a convergence study pointing out the
limitation in obtaining accurate stress values due to the sensitive
nature of the model for edge contact. Scifert et al. [29] developed
models to study inﬂuencing factors for MoM hip dislocation. Elkin
et al. [25,30] used a similar model to study the eﬀect of subluxation and
impingement on stress concentration for MoM bearings and fracture
mechanics for CoC hips. Previously, the present authors predicted the
contact stress for MoM bearings under micro-separation rim contact
conditions, in which a substantially reﬁned FE mesh was used to
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improve the convergence of the model [27]. Sanders and Brannon [31]
proposed a method based on Hertzian contact theory particularly for
predicting contact stress at the rounded section of the cup rim. In the
clinical design of ceramic cup bearing, a transition from the spherical
bearing surface to the cup rim is inevitable and the process of
manufacturing produces a non-smooth edge at the cup rim with a
discontinuous slope at the edge. The contact due to this singularity may
cause more severe stress concentration than that of the rounded
section of the cup rim. An accurate prediction of contact stress at the
edge can provide more insights on wear generation for CoC bearings
under adverse conditions such as micro-separation rim contact.
For CoC hip joint, the typical materials used include alumina
ceramic and zirconia-toughened alumina [23]. The materials are much
stiﬀer with higher Young's modulus of 360–380 GPa compared to
230 GPa for the metal [31] which means that a further reﬁned FE mesh
is needed to capture the smaller deformation and highly concentrated
stress for CoC bearings. The non-smooth edge poses particular
diﬃculties for stress predictions. The focus of present study is to
provide an accurate stress prediction based on a theoretical edge design
with geometric singularity at cup rim in order to better understand the
mechanisms of wear and damage.
2. Material and methods
Total hip joints are typically of ball-in-socket conﬁguration consist-
ing of a hemispherical acetabular cup articulating against a spherical
femoral head with a low clearance between the bearing surfaces of the
cup and head. A 36-mm diameter ceramic-on-ceramic (alumina-
alumina) hip joint bearing with a titanium backing shell was consid-
ered as shown in Fig. 1a. The cup is positioned with an inclination
angle of 45° and press-ﬁtted into the backing shell through a taper
connection. The anteversion of the cup was simpliﬁed as zero for the
present study. The bearing geometry was based on the engineering
drawing of a clinical design (Pinnacle, DePuy Synthes, UK). The details
of the cup rim are illustrated in Fig. 1b. For the cup rim, an edge
(located at point A) is formed between the spherical bearing surface
(BA) and an adjacent conical section (AD) which is at 96° relative to the
radial line OA (Fig. 1b), and the half coverage angle of the cup bearing
is 77°. Head contact with the cup rim was modelled as a result of
micro-separation which is characterized as the lateral translational
displacement of the head centre relative to the centre of rotation of the
cup leading to contact at the edge (point A) as shown in Fig. 2a.
A three-dimensional FE model was created with the ﬁrst order
hexahedral elements (C3D8) for the rim contact formulation in
ABAQUS (Version 6.11-1; Dassault Systems Simulia Corporation,
Providence, RI) (Fig. 2a). A quasi-static analysis was carried out to
simulate rim contact at a discretised time instant with a vertical load
being applied at the head centre. The outer surface of backing shell was
fully ﬁxed to represent an ideal implant-bone ﬁxation. The interface at
the taper connection between the ceramic liner and the backing shell
was considered as fully bonded. The nodal points at the head centre
(Oh) and an adjacent point E were chosen to be applied with the
boundary condition of displacements as being constrained in the
horizontal direction (OX) to prevent rigid body motion. In order to
reduce computational time, a half FE model was used (Fig. 2a) by
making use of the symmetry of full model but the displacements of
nodes on the symmetrical plane (OXY) were constrained in the
direction (OZ) perpendicular to the symmetry plane. The major
geometric and mechanical property parameters used for the model
are summarized in Table 1.
The FE mesh was generated in NX I-deas 6.1 (Siemens PLM
Software, TX). Alumina ceramics with Young's modulus 380 GPa and
Poisson's ratio 0.26, and the titanium shell with Young's modulus
110 GPa and Poisson's ratio 0.3 were considered [16]. The eﬀect of
friction on contact stress was found to be negligible for static contact
analysis. The mesh sensitivity and convergence check was conducted
with a locally reﬁned mesh especially designed for the contact region on
both the cup and head (Fig. 2a-c). The contact element size of 0.5 mm
was chosen and repeatedly halved to a minimum of 0.0008 mm. The
vertical load range of 0.5–3 kN was considered. The convergence study
was carried out with the load of 0.5 kN and the lateral displacement of
0.5 mm. In order to carry out parametric studies, the element size of
0.0625 mm was chosen to predict the trend for comparison for a given
micro-separation displacement range of 0.5–2 mm with the load in the
range of 0.5–3 kN. The corresponding number of elements was
approximately 330,000 for the half model, and the model with a single
load was run for 3 h of computing time on a computer of 2.8 GHz,
12 Gb RAM.
3. Results
Contact pressures were predicted to distribute in a stripe area along
the edge on the cup rim (half model) with the half length of contact at
2.5–2.87 mm using the FE model of varied meshes with the contact
element sizes reduced from 0.5 to 0.125 mm (Fig. 3a). A highly
concentrated line contact was predicted along the edge as shown by
the contact pressure distribution obtained from a further reﬁned mesh
with the element size of 0.0156 mm (Fig. 3b). The dimension of contact
area along the edge was slightly increased (3 mm) while the dimension
in the perpendicular direction was considerably reduced (0.0468 mm).
The stress concentration resulted in much higher contact pressures
(7 GPa) as predicted using the ﬁner meshes (Fig. 3b).
The predicted contact pressure values along the edge were plotted
as a function of the distance from the centre of contact and compared
for varied mesh densities, with the element sizes reduced from 0.5 to
0.125 mm (Fig. 4a) and from 0.0625 to 0.0156 mm (Fig. 4b). The
corresponding maximum contact pressures were found to increase
from 0.4 to 7 GPa. However, the ﬁner meshes with the element sizes of
(a)
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Fig. 1. Cross-sectional view of ceramic-on-ceramic total hip joint replacement, consist-
ing of an acetabular cup with an inclination angle of 45°, a femoral head and a titanium
backing shell. An edge is formed at the cup rim (point A) and located at 77° relative to the
pole of the cup (a). The details of the cup rim with the edge, including a straight line
segment (AD) and a circular segment (DC) (b).
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Fig. 2. Finite element contact model (half) for rim contact at the edge (point A), with a vertically applied load at the head centre (Oh) as a result of the lateral displacement of the head
(0.5 mm, the distance in the X direction between Oh and Oc, the centre of ration of the cup) (a). A detailed view of the cup (b) and head (c) with the reﬁned meshes for the rim contact.
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0.0625, 0.0313 and 0.0156 mm showed numerical oscillation in
contact pressure (Fig. 4b). This was due to the slightly mismatching
mesh at the interface between the edge and the head to achieve point-
to-point contact in obtaining smooth contact pressure predictions [27].
The FE mesh was further improved with the element size sequen-
tially reduced to 0.0008 mm. The corresponding maximum contact
pressures and tensile stresses are listed in Table 2. The peak contact
pressures and tensile stresses were as high as 31.78 and 18.51 GPa,
respectively. The diﬀerences in contact pressure between two conse-
cutive mesh densities were reduced to approximately 20% while for
tensile stress they stayed approximately at 50%.
The maximum contact pressure and maximum tensile stress for
varied mesh densities were found to be a function of the element size,
as curve-ﬁtted by y=0.3455x−0.682 and y=0.0302x−0.906, respectively
(Fig. 5a and b). The functions indicate that both the maximum contact
pressure and maximum tensile stress tended to increase further with
the mesh density increased. This means an inﬁnite stress for the edge
contact and was due to the no smooth edge geometry and its
discontinuous gradient. According to theoretical contact mechanics
Table 1.
Dimensions and mechanical properties of ceramic-on-ceramic bearing (For the shell, the
radius is for the outer surface).
Radius (mm) Young's modulus (GPa) Poisson's ratio
Cup 18.0 380 0.26
Head 17.965 380 0.26
Shell 27 110 0.3
Fig. 3. Comparison of computationally predicted contact pressures (MPa) distributed along the edge on the cup rim for three representative mesh densities with the element sizes of 0.5,
0.25 and 0.0125 mm, as a result of head lateral displacement of 0.5 mm under a load of 0.5 kN (a). The contact pressure distribution along the edge (approximately 3 mm in length) for
the mesh with the element size 0.0156 mm, and a close view of the distribution for the ﬁrst quarter length as highlighted (b).
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[32], a high stress concentration would be expected if contact surfaces
are discontinuous in the slope of proﬁles. The present FE model
provides a consistent prediction with that of theoretical contact
mechanics.
For comparison, the mesh density with the element size of
0.0625 mm for the edge was chosen to investigate the eﬀect of
micro-separation displacements on contact stresses. The maximum
contact pressures and maximum tensile stresses were predicted for
micro-separation with the head lateral displacement in the range of
0.5–2 mm under loads increased from 0.5 to 3 kN (Fig. 6a and b). The
displacement of 1 mm of the head was found to produce the largest
contact pressures and tensile stresses. The increase in displacement to
2 mm led to larger contact area, reduced stress concentration and
lower contact pressures (Fig. 7) compared with those of the lower
displacement of 0.5 mm (Fig. 3b). 4. Discussion
A non-smooth transition in geometry of the cup bearing surface
Fig. 4. Comparisons of computationally predicted contact pressures along the edge as a
function of the distance from the centre of contact (point A) on the cup rim, for diﬀerent
mesh densities, with the element sizes of 0.5, 0.25, and 0.125 mm (a), and 0.0625,
0.0313 and 0.0156 mm (b), respectively, for the head displacement of 0.5 mm and load
of 0.5 kN.
Table 2.
Finite element mesh density check based on the lateral displacement of the head 0.5 mm
under the vertical load of 0.5 kN.
Element size
(mm)
Maximum contact pressure
(GPa) and difference
percentage
Maximum tensile stress (GPa)
and difference percentage
0.25 0.69 0.11
0.125 1.18 42% 0.19 42%
0.0625 2.50 53% 0.36 47%
0.03125 4.85 48% 0.67 46%
0.015625 7.10 32% 1.36 51%
0.0078 12.34 43% 2.94 54%
0.0033 21.30 42% 6.67 56%
0.0016 25.75 17% 9.36 29%
0.0008 31.78 19% 18.51 49%
Fig. 5. Computationally predicted maximum contact pressures (a) and maximum tensile
stresses (b) as a function of the element size of the contact regions for the head lateral
displacement of 0.5 mm and load of 0.5 kN. The curve-ﬁtted functions are also super-
imposed, respectively.
Fig. 6. Computationally predicted maximum contact pressures (a) and maximum tensile
stresses (b) as a function of the head displacements of 0.5–2 mm for the mesh with the
contact element size 0.0625 mm under loads 0.5–3 kN, respectively.
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produces an edge at the cup rim (Fig. 1b). Theoretically, contact
surfaces having non-continuous gradient in proﬁles will produce high
stress concentration [32], with the discontinuous slope at the edge of
contact or within the contact interface. This paper is the ﬁrst FE study
in which a substantially ﬁner FE mesh has been developed to capture
inﬁnitly high stresses as associated with a non-smooth edge at the cup
rim for ceramic hip joint replacement. This study shows that micro-
separation with the lateral displacement of 0.5 mm of the head led to
contact between the head and the edge at the cup rim (Fig. 3). The
contact pressures were found to be highly concentrated at the edge
along a line as illustrated by the FE model using substantially reﬁned
mesh (Fig. 3b). The convergence study of the FE model showed that the
magnitudes of contact pressures distributed along the edge were
increasing with ﬁner meshes (Fig. 4a and b). In particular, the
maximum contact pressure and maximum tensile stress were found
to be a function of the element size, the magnitudes of pressure (stress)
being approximately proportional to 1/x, where x is the element size
(according to the powers of −0.682 and −0.906, as curve-ﬁtted for
contact pressures and tensile stresses, respectively, in Fig. 5a and b).
The indication of inﬁnitely high contact pressure and tensile stress
highlights the signiﬁcant eﬀect of the edge on contact stresses.
This edge loading condition was found to be analogous to that of a
blunt wedge pressed into contact with an semi-inﬁnite solid with elastic
contact. In linear elasticity, contact pressure approaches inﬁnity at the
apex of the edge due to the discontinuity in the slope of contact
geometry [32]. The present FE prediction was found to be consistent
with that of the wedge model in terms of the inﬁnitely high contact
stresses at the edge (Figs. 4 and 5). For alumina ceramics with high
Young's modulus and hardness, the edge contact poses diﬃculties for
FE model to obtain accurate prediction of the contact tresses. This
study shows that to capture this highly concentrated stress, the FE
mesh density needs to be substantially increased as indicated by the
increasing maximum contact pressures and tensile stresses (Table 2).
In reality, materials will yield plastically at a ﬁnite stress. The
prediction in the strength of stress singularities would provide useful
information about the intensity of stress concentration which helps
provide better understanding of wear mechanisms.
Micro-separation causing rim contact for hip joints is a dynamic
process. The occurance and severity of rim contact is dependent on
several variables including cup inclination angles, translational mal-
position, soft tissue tension, cup design and bearing materials. Hip
joint simulators have been used to investigate the eﬀects of the
variables on wear resulting from rim contact. But the study of contact
mechanics in relation to the dynamic behaviour of micro-separation
hip joints requires computational simulation. Previously, a virtual
dynamic model of a hip joint simulator was developed to predict the
severity of edge loading for CoC bearings [33]. The model showed that
the load on the cup rim increased from 300 N to 3 kN when the
magnitude of micro-separation displacement increased from 0.1 to
3.5 mm and the cup inclination angle increased from 35 to 55° as for
clinically relavent conditions. The eﬀects of micro-separation displace-
ments and corresponding loads on contact stresses therefore should be
considered in the wide range of displacements, loads and cup angles.
For the increased micro-separation displacements, the contact
pressure was found to reach the maximum with the lateral displace-
ment of the head at 1 mm, compared with that of the displacement at
2 mm (Fig. 6a). Similar trend was also found with the maximum tensile
stress (Fig. 6b). The displacement of the head at 1 mm produced the
most severe contact (Fig. 6) as a result of contact area being fully
concentrated on the edge similar to that of the displacement of 0.5 mm.
The contact pressure reduced for the displacement at 2 mm was due to
the centre of contact being shifted away from the edge resulting in
increased contact area (Fig. 7). For micro-separation with larger
displacements ( > 1 mm), the edge contact modelled corresponding to
the lower displacements (0.5–1 mm) should be considered as part of
the whole dynamic micro-separation as the head slides back making
full contact at the edge after heel strike.
For alumina ceramic considered in this study with the ﬂexural
strength approximately of 500 MPa [16], the predicted maximum
tensile stresses (Fig. 6b) resulting from the micro-separation and edge
contact were found to largely exceed the limit. This indicates intra-
granular fracture and pullout of the grains. Contact-induced damage of
alumina ceramics have also been reported [34] for which the high
contact pressure led to onset of inelastic deformation and microcrack-
ing in the subsurface region of high compression. Repeat contacts
resulted in severe mechanical fatigue and the detachment of grains
from the surface [34]. Therefore, both contact pressure and tensile
stress are important to consider the eﬀect of the edge designs on wear
generation as well as damage to the bearing. In the present study，with
the lateral displacement of the head in the range of 0.5–2 mm, contact
at the non-smooth edge was predicted with inﬁnitly high stress values,
and the high contact stresses can cause damage to the rim [34]. This
indicates that the original geometry of the edge would be altered due to
damage as well as wear. The contact model should be further developed
to incorperate the modiﬁed rim geometry. The modiﬁcation of rim
geometry should be linked with wear and damage resulting from rim
contact. Presently, the incorperation of a wear and damage model is a
challenge which needs a further development for the compuational
model. The inelastic deformation of ceramic liner resulting from highly
Fig. 7. Comparison of computationally predicted contact pressures distributed along the
edge on the cup rim for the head lateral displacement of 2.0 mm under the loads of
0.5 kN (a) and 3 kN (b), respectively. For the mesh with the element size of 0.0625 mm,
the lengths of contact area are approximately 2.7 and 1.4 mm, and the maximum contact
pressures are 2374 and 1519 MPa for the loads of 0.5 and 3 kN, respectively).
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concentrated stresses was not incorperated in the present study, which
is partly due to lack of detailed plastic deformation data of the ceramic
material, and more due to wear and damage that can occur and lead to
considerable modiﬁcation of rim geometry. A contact mechanics
simulation based on rim geometry measured after wear and damage
will be considered in the further study.
The titanium alloy backing shell has been considered to deform
with elastic deformation only as the load was transmitted through the
taper connection which can be distributed over a relatively large
contact area without causing plastic deformation. However, the
press-ﬁt interaction at the taper connection was not considered in
the present study which can be a topic in a further study.
There are some limitations in the present study. As mentioned
above, micro-separation rim contact is dynamic process which may
need a dynamic model to incorperate the variables as many as possible
such as friction, dynamic loads and varied kinematics. Some other
variables including cup inclination and anteversion angles and bearing
sizes and varied combinations of the variables were not analysed. A
larger separation up to 4 mm is also clinically relevant which requires a
further investigation. This study has been based on a theoretical design
of the bearing before manufacturing. An advanced contact model
should be developed to incorperate wear of the bearing due to rim
contact which is necessary to provide a validation against experimental
wear measurements.
5. Conclusions
An edge formed as a result of geometry transition between the cup
bearing surface and the cup rim can lead to stress concentration at the
edge under micro-separation conditions of hip joint bearings. The edge
contact produced substantially high contact stresses beyond the
ﬂexural strength and compression strength of alumina ceramics used
in the current CoC bearings. The prediction of contact stress at the edge
requires the FE model with substantially reﬁned mesh. For the current
cup rim design, the micro-separation displacements at lower level 0.5–
1 mm were found to produce highly concentrated contact between the
edge and the head resulting in the most severe contact stresses. The
design as well as manufacturing of the cup rim should be considered in
association with adverse clinical conditions such as dynamic separation
to eliminate severe stress and improve wear for CoC bearings.
Acknowledgements
It was partially funded through WELMEC, a Centre of Excellence in
Medical Engineering funded by the Wellcome Trust and EPSRC, under
grant number WT 088908/Z/09/Z and additionally supported by the
NIHR (National Institute for Health Research) as part of a collabora-
tion with the LMBRU (Leeds Musculoskeletal Biomedical Research
Unit). Prof. John Fisher is a NIHR senior investigator.
References
[1] Dowson D. New joints for the Millennium: wear control in total replacement hip
joints. Proc Inst Mech Eng [H]: J Eng Med 2001;215(4):335–58.
[2] Willert HG. Reactions of the articular capsule to wear products of artiﬁcial joint
prostheses. J Biomed Mater Res 1977;11:157–64.
[3] Ingham E, Fisher J. The role of macrophages in osteolysis of total joint replace-
ment. Biomaterials 2005;26(11):1271–86.
[4] Boutin P. Experimental study of aluminium in surgery of hip. Presse Med
1971;79:639.
[5] Clarke IC, Good V, Williams P, Schroeder D, Anissian L, Stark A, Oonishi H,
Schuldies J, Gustafson G. Ultra-low wear rates for rigid-on-rigid bearings in total
hip replacements. Proc Inst Mech Eng [H] 2000;214:331–47.
[6] Fisher J, Jin Z, Tipper J, Stone M, Ingham E. Tribology of alternative bearings. Clin
Orthop Relat Res 2006;453:25–34.
[7] Galvin AL, Tipper JL, Jennings LM, Stone MH, Jin Z, Ingham E, Fisher J. Wear and
biological activity of highly crosslinked polyethylene in the hip under low serum
protein concentrations. Proc Inst Mech Eng [H]: J Eng Med 2007;221:1–10.
[8] Brockett C, Williams S, Jin Z, Isaac G, Fisher J. Friction of total hip replacements
with diﬀerent bearings and loading conditions. J Biomed Mater Res B Appl
Biomater 2007;81(2):508–15.
[9] Endo M, Tipper JL, Barton DC, Stone MH, Ingham E, Fisher J. Comparison of
wear, wear debris and functional biological activity of moderately crosslinked and
non-crosslinked polyethylenes in hip prostheses. Proc Inst Mech Eng [H]
2002;216:111–22.
[10] Germain MA, Hatton A, Williams S, Matthews JB, Stone MH, Fisher J, Ingham E.
Comparison of the cytotoxicity of clinically relevant cobalt-chromium and alumina
ceramic wear particles in vitro. Biomaterials 2003;24(3):469–79.
[11] Willert HG, Buchhorn GH, Fayyazi A, Flury R, Windler M, Koster G, Lohmann CH.
Metal-on-metal bearings and hypersensitivity in patients with artiﬁcial hip joints. A
clinical and histomorphological study. J Bone Jt Surg Am 2005;87:28–36.
[12] Kwon YM, Glyn-Jones S, Simpson DJ, Kamali A, McLardy-Smith P, Gill HS.
Murray DW. Analysis of wear of retrieved metal-on-metal hip resurfacing implants
revised due to pseudotumours. J Bone Jt Surg Br 2010;92(3):356–61.
[13] Fisher J. Bioengineering reasons for the failure of metal-on-metal hip prostheses:
an engineer's perspective. J Bone Jt Surg Br 2011;93:1001–4.
[14] Underwood RJ, Zografos A, Sayles RS, et al. Edge loading in metal-on-metal hips:
low clearance is a new risk factor. Proc IMechE Part H: J Eng Med
2012;226:217–26.
[15] Nevelos J, Ingham E, Doyle C, Streicher R, Nevelos A, Walter W, Fisher J.
Microseparation of the centers of alumina-alumina artiﬁcial hip joints during
simulator testing produces clinically relevant wear rates and patterns. J Arthroplast
2000;15:793–5.
[16] Mak MM, Besong AA, Jin Z, Fisher J. Eﬀect of microseparation on contact
mechanics in ceramic-on-ceramic hip joint replacements. Proc IMechE Part H: J
Eng Med 2002;216:403–8.
[17] Elkins JM, O’Brien MK, Stroud NJ, Pedersen DR, Callaghan JJ, Brown TD. Hard-
on-hard total hip impingement causes extreme contact stress concentrations. Clin
Orthop Relat Res 2011;469:454–63.
[18] Dennis D, Komistek R, Northcut E, Ochoa J, Ritchie A. In-vivo determination of the
hip joint separation and the forces generated due to impact loading conditions. J
Biomech 2001;34:623–9.
[19] Lombardi AV, Mallory TH, Dennis DA, Komistek RD, Fada RA, Northcut EJ. An in-
vivo determination of total hip arthroplasty pistoning during activity. J Arthroplast
2000;15:702–9.
[20] Stewart TD, Tipper JL, Insley G, Streicher RM, Ingham E, Fisher J. Severe wear
and fracture of zirconia heads against alumina inserts in hip simulator studies with
microseparation. J Arthroplast 2003;18:726–34.
[21] Al-Hajjar M, Leslie IJ, Tipper J, Williams S, Fisher J, Jennings LM. Eﬀect of cup
inclination angle during microseparation and rim loading on the wear of
BIOLOX(R) delta ceramic-on-ceramic total hip replacement. J Biomed Mater Res B
Appl Biomater 2010;95:263–8.
[22] Al-Hajjar M, Jennings LM, Begand S, Oberbach T, Delfosse D, Fisher J. Wear of
novel ceramic-on-ceramic bearings under adverse and clinically relevant hip
simulator conditions. J Biomed Mater Res B Appl Biomater 2013;101:1456–62.
[23] Al-Hajjar M, Fisher J, Tipper J, Williams S, Jennings LM. Wear of 36-mm
BIOLOX® delta ceramic-on-ceramic bearing in total hip replacements under edge
loading conditions. Proc IMechE Part H: J Eng Med 2013;227:535–42.
[24] Manaka M, Clarke IC, Yamamoto K, Shishido T, Gustafson A, Imakiire A. Stripe
wear rates in alumina THR — Comparison of microseparation simulator study with
retrieved implants. J Biomed Mater Res B Appl Biomater 2004;69:149–57.
[25] Elkins JM, Kruger KM, Pedersen DR, Callaghan JJ, Brown TD. Edge-loading
severity as a function of cup lip radius in metal-on-metal total hips—A ﬁnite
element analysis. J Orthop Res 2012;30:169–77.
[26] Sariali E, Stewart T, Jin Z, Fisher J. Eﬀect of cup abduction angle and head lateral
microseparation on contact stresses in ceramic-on-ceramic total hip arthroplasty. J
Biomech 2012;45:390–3.
[27] Liu F, Williams S, Fisher J. Eﬀect of microseparation on contact mechanics in
metal-on-metal hip replacements-A ﬁnite element analysis. J Biomed Mater Res B
Appl Biomater 2014;103:1312–9.
[28] Hua X, Li J, Jin Z, Fisher J. The contact mechanics and occurrence of edge loading
in modular metal-on-polyethylene total hip replacement during daily activities.
Med Eng Phys 2016;38:518–25.
[29] Scifert CF, Brown TD, Pedersen DR, Callaghan JJ. A ﬁnite element analysis of
factors inﬂuencing total hip dislocation. Clin Orthop Relat Res 1998;355:152–62.
[30] Elkins JM, Pedersen DR, Callaghan JJ, Brown TD. Fracture propagation propensity
of ceramic liners during impingement-subluxation: a ﬁnite element exploration. J
Arthroplast 2012;27:520–6.
[31] Sanders AP, Brannon RM. Assessment of the applicability of the Hertzian contact
theory to edge-loaded prosthetic hip bearings. J Biomech 2011;44:2802–8.
[32] Johnson KL. Contact Mechanics. Cambridge: Cambridge University Press; 1985.
[33] Leng J, Al-Hajjar M, Wilcox RK, Jones AL, Barton DC, Fisher J. A virtual dynamic
model of a hip joint simulator to predict the severity of edge loading of the head on
the rim of the cup due to variation in the surgical positioning, The 7th World
Congress of Biomechanics, Boston, USA; 2014.
[34] Guiberteau F, Padture NP, Lawn BR. Eﬀect of grain size on Hertzian contact
damage in alumina. J Am Ceram Soc 1994;77:1825–31.
F. Liu, J. Fisher Tribology International  (xxxx) xxxx–xxxx
7
